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measured continuously from the raw 
exhaust of an engine, its flow-weighted 
mean concentration is the sum of the 
products of each recorded concentra-
tion times its respective exhaust flow 
rate, divided by the sum of the re-
corded flow rates. As another example, 
the bag concentration from a CVS sys-
tem is the same as the flow-weighted 
mean concentration, because the CVS 
system itself flow-weights the bag con-
centration. Refer to § 1065.602 for infor-
mation needed to estimate and cal-
culate flow-weighted means. 

§ 1065.25 Recordkeeping. 
The procedures in this part include 

various requirements to record data or 
other information. Refer to the stand-
ard-setting part regarding record-
keeping requirements. If the standard- 
setting part does not specify record-
keeping requirements, store these 
records in any format and on any 
media and keep them readily available 
for one year after you send an associ-
ated application for certification, or 
one year after you generate the data if 
they do not support an application for 
certification. You must promptly send 
us organized, written records in 
English if we ask for them. We may re-
view them at any time. 

Subpart B—Equipment 
Specifications 

§ 1065.101 Overview. 
(a) This subpart specifies equipment, 

other than measurement instruments, 

related to emission testing. The provi-
sions of this subpart apply for all test-
ing in laboratories. See subpart J of 
this part to determine which of the 
provisions of this subpart apply for 
field testing. This includes three broad 
categories of equipment— 
dynamometers, engine fluid systems 
(such as fuel and intake-air systems), 
and emission-sampling hardware. 

(b) Other related subparts in this 
part identify measurement instru-
ments (subpart C), describe how to 
evaluate the performance of these in-
struments (subpart D), and specify en-
gine fluids and analytical gases (sub-
part H). 

(c) Subpart J of this part describes 
additional equipment that is specific to 
field testing. 

(d) Figures 1 and 2 of this section il-
lustrate some of the possible configura-
tions of laboratory equipment. These 
figures are schematics only; we do not 
require exact conformance to them. 
Figure 1 of this section illustrates the 
equipment specified in this subpart and 
gives some references to sections in 
this subpart. Figure 2 of this section il-
lustrates some of the possible configu-
rations of a full-flow dilution, con-
stant-volume sampling (CVS) system. 
Not all possible CVS configurations are 
shown. 
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